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Abstract. To assist surgeons in the acquisition of the required skills for the 
proper execution of the laparoscopic procedure, surgical simulators are used. 
During training with simulators it is useful to provide a surgical performance 
quantitative evaluation. Recent research works showed that such evaluation can 
be obtained by tracking the laparoscopic instruments, using only the images 
provided by the laparoscope and without hindering the surgical scene. In this 
work the state of the art method is improved so that a robust tracking can run 
even with the noisy background provided by realistic simulators. The method 
was validated by comparison with the tracking of a “chess-board” pattern and 
following tests were performed to check the robustness of the developed algo-
rithm. Despite the noisy environment, the implemented method was found to be 
able to track the tip of the surgical instrument with a good accuracy compared 
to the other studies in the literature. 
Keywords: optical tracking ·  single camera ·  laparoscopic training ·  surgical 
simulation ·  surgical performance evaluation. 
1 INTRODUCTION 
In recent decades, laparoscopic surgery proved to be an effective alternative to open 
surgery techniques for the treatment of various abdominal diseases. However, the 
laparoscopic technique introduces new issues for surgeons, due the using of the lapa-
roscope and elongated instruments passing through the access ports, as the availability 
of the sole endoscopic camera mediated view, the lack of tactile feedback and the 
limited force feedback, and the fulcrum effect on the instruments that imposes re-
strictions on the movements [1]. These technique-related issues impose on novices a 
complex and long learning curve. Surgical simulators can shorten the training period 
and reduce patient’s risks in the early stages of the learning curve [2, 3]. Surgical 
simulators allow novices to improve their technical abilities as manual dexterity and 
the hand-eye coordination, and, for some simulators, learn the main difficult steps up 
to a complete operation. Through the analysis of certain parameters, it is possible to 
obtain a surgical performance quantitative evaluation, which constitutes a feedback of 
the progress and can be used to determine the achieving of an appropriate level of 
competence (proficiency level). Novices who have reached the proficiency level are 
ready, while other ones can need additional training. A literature search showed that 
significant parameters for this purpose, as path length and jerk [4], can be extracted 
from the movements of the laparoscopic instruments. In case of virtual reality simula-
tors [5-7] the kinematics of the instruments is offered by the simulator itself, while in 
case of physical simulators (for example box trainer or mannequins) or hybrid AR 
simulators [5, 8] laparoscopic instruments tracking is required.  
Since the laparoscopic images are available both in physical and hybrid AR simu-
lators, machine vision based techniques are a suitable choice.  
In [9] the authors combine machine learning methods with optical flow infor-
mation to track the 3-D pose of the end-effector of a surgical robot for laparoscopy. 
Through a completely marker-less tracking, they are able to determine the 6 degrees 
of freedom (DoF) of the instrument in respect to the camera but the achievable track-
ing accuracy of 4.09 [mm] might be not enough for our purposes. In [10], laparoscop-
ic surgical instruments are equipped with a non-bulky marker consisting in a colored 
strip attached to the instrument shaft. Machine vision methods allow the estimation of 
the projected diameter of the surgical instrument onto the camera images; taking into 
account the cylindrical shape of the surgical instrument shaft, this information is then 
used to determine the position of the instrument and its rotation along pitch and yaw 
angles. Mean tracking accuracy in [10] is 2.5 mm “for working distances commonly 
found in laparoscopic training”. 
Our new approach improves the technique described in [10] to work with a more 
realistic and complex environment as the one provided by the cholecystectomy simu-
lator being developed by the EndoCAS center for computer assisted surgery [11-13].  
This paper describes the state of the art algorithm [10] and our improvements, the 
trial setup and the results. Finally the method and its application are discussed.  
2 MATERIALS AND METHODS 
2.1 Experimental set-up and camera calibration 
The tests were carried out using the laparoscopic simulator being developed by the 
EndoCAS center for computer-assisted surgery [11-13]. It is an augmented reality 
simulator for the training of the critical phases in the cholecystectomy procedure. The 
simulator is composed of an external frame that replicates an insufflated abdomen 
while inside it faithfully reproduces the internal organs involved in the intervention. 
To get a more realistic render, liver and gallbladder are manufactured starting from 
computed tomography images [11, 14]. A laparoscope is reproduced through mount-
ing on the distal part of a cylindrical tube, a consumer camera with a 4-6 cm focal 
length and a 56° viewing angle (REF-37131-919 by SOMIKON). The images are 
acquired at a 1280 x 720 resolution. 
Colored strip implementation.  
Marker detection is based on a simple color segmentation by thresholding performed 
in the HSV (hue, saturation, value) color space because HSV allows robust segmenta-
tion of objects that undergo non-uniform levels of illumination intensity, shadows and 
shading [10, 15]. In particular, segmentation based on saturation and hue allows wider 
color range to be covered and therefore it is less dependent on the lighting conditions 
within the scene (mainly affecting the V channel). Furthermore, highly saturated col-
ors are not present in our simulated surgical scene (Fig. 1). For these reasons, and as 
suggested in [16] and [17], we adopted fluorescent dyes for the colored markers 
(strips) so as to peak the saturation channel in their own region of interest: the S val-
ues of the colored strips show a higher dynamic with respect to the neighboring pixels 
than their corresponding H values. In this way, the segmentation based on threshold-
ing becomes more selective: it can be performed with a high cutoff value in the S-
channel and it yields good results also at low lighting conditions like ours.  
 
Fig. 1. Histogram of the Saturation channel (HSV-scale) of the images of the simulated surgical 
field: High saturated colors are infrequent. 
Two laparoscopic grasping forceps, typically used during a cholecystectomy proce-
dure, were modified by attaching to the distal part of each shaft a fluorescent colored 
strip. The colors were selected by analyzing the histogram of the hue channel of the 
operative field shown in figure 2. Red and, to a lesser extent, cyan prevail in the im-
ages of the operative field. Although the predominant color varies when different 
portions of the operative field are focused, the variance of the lower peaks is minimal. 
On the basis of these observations, a green marker and a blue marker were depicted 
with fluorescent dye respectively to the two shafts.  
Camera calibration.  
The camera is calibrated using the OpenCV libraries. The projective parameters of the 
camera and the distortion components due to lens non-linearity are estimated using 
the Zhang calibration procedure [18] and a “chessboard” pattern as calibration target. 
 Fig. 2. Histogram of the Hue channel (HSV-scale) of the images of the simulated surgical field 
(background) 
2.2 Image processing 
The non-linear distortions onto the camera frames are compensated by applying an 
un-distortion function on the base of the calibration parameters. 
The undistorted image is then processed by the two threshold-based segmentation 
procedures to detect the blue and green marker regions respectively. Segmentation 
returns a binary image but does not yield any topological information. Thereafter, a 
labeling technique is used to uniquely label the subsets of connected components. 
Among the identified regions, the one with the greatest area is associated to the mark-
er mask, while the others are discarded. This will eliminate segmented areas not be-
longing to the marker. These areas may arise from the reflections of the marker on the 
metal surface of surgical instruments or on the silicon surface that makes up the inter-
nal organs (Fig. 3). 
 Fig. 3. a) An image captured by the simulator laparoscope. b) Image segmentation is altered by 
the reflection. c) Labeling algorithm discerns the topologically separate areas. d) Marker mask 
not affected by reflections in the starting image. 
At this stage in [10], the authors apply the Hough transform to detect the straight lines 
associated to the profiles of the entire instrument. In the first video frame, they apply 
the Hough transform to the whole image and then in a sub-window taking into ac-
count the output of a Kalman filter to speed up the process. This step is not optimal 
for our set-up due to the inhomogeneous background. As showed in Fig. 4 (up) false 
straight lines not belonging to the instrument profile may be wrongly recognized by 
the Hough algorithm. 
 
Fig. 4. (Up) application of the Canny detector to the whole image and corresponding identifica-
tion of straight lines through Hough transform. (Down) application of the Canny detector to the 
segmented marker region and the corresponding identification of straight lines through Hough 
transform 
In laparoscopic operations, the field of view (FOV) is usually very strict in order to 
magnify the view itself (Fig. 5). Therefore, the estimation of the lines passing through 
the profiles of markers is a good approximation of the profiles of the entire laparo-
scopic instrument. For this reason, we determine the straight lines applying the Hough 
transform only to the segmented regions corresponding to the markers. In this way, 
we drastically reduce the computational cost and, at the same time, we find only 
straight lines corresponding to the laparoscopic instrument (and not corresponding to 
the background as in the original version). 
In the original version, the two straight lines with higher value in the Hough trans-
form accumulator are identified as the two marker profiles. Nevertheless, it may hap-
pen that the two lines with the highest Hough transform are being associated to the 
same instrument profile (Fig. 5). When this happens, instrument tracking, based on 
instrument profiles knowledge (as described in the next paragraph), cannot be rightly 
performed.  
 
Fig. 5. Wrong identification of the instrument profiles selecting the 2 lines with higher Hough 
transform value: both red lines correspond to a single profile. 
For this reason, we improved the method to prevent wrong labeling of the marker 
profiles (Fig. 6). At first, it is assumed that the straight line with the highest accumu-
lator value corresponds to one of the two instrument profiles (profile 1). Then, the 
algorithm determines the perpendicular line to the identified profile 1 and passing 
through the barycenter of the region corresponding to the marker (detected after seg-
mentation). The points of intersection of the perpendicular line with all the straight 
lines returned by the Hough transform are identified. Finally, the points of intersec-
tion are divided into two groups via K-mean clustering. The two clusters of points 
appear on both profiles of the surgical instrument: they identify the straight lines as-
sociated to the opposite profiles 1 and 2. In this way, it is possible to identify the 
straight lines associated to profile 2 as those contained in the second cluster of points 
(which does not contain profile 1). The straight line relative to profile 2 is then chosen 
from this second cluster selecting the straight line with the highest value of the Hough 
transform. 
 Fig. 6. Opposite profiles identification improvement: 1) Identification of the profile 1; 2) detec-
tion of  the perpendicular line passing through the barycenter of the segmented region; 3) In-
tersection of the perpendicular line with all the straight lines returned by the Hough transform; 
4) Profile 2 is identified via K-mean clustering. 
2.3 Tracking of the tip of the surgical instrument 
The apparent diameters of the surgical instrument are used to estimate the marker 
depth. The main axis of the instrument on the image is calculated as the median line 
between profile 1 and profile 2. The points of intersection of the main axis with the 
segmented region of the marker determine points A and B (Fig. 7). Then it is possible 
to determine the lines perpendiculars to the main axis and passing through A and B. 
These lines intersect the instrument profiles respectively in A1, A2 and B1, B2. Seg-
ments  and  approximatively correspond to the projection of the marker 
diameter in correspondence of A and B, and can be used to estimate the depth of their 
corresponding position in the 3-D space, as expressed in [10]: 
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where d is the actual diameter of the laparoscopic instrument,  and , are the hori-
zontal and vertical focal lengths respectively, while uA1, vA1, uA2 and vA2 are the coor-
dinates on the image corresponding to A1 and A2:    , ,    , . 
After the estimation of ZA' it is possible to determine: 
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where uA, and vA are the coordinates on the image corresponding to A, while  and  
are the horizontal and vertical displacements of the optical axis from the center of 
coordinates.  
Using the same equations it is possible to determine XB', YB', and ZB'.  
Points A' and B' identify a vector in the 3D space. Considering the cylindrical 
shape of the laparoscopic instrument, its axis corresponds to the straight line identi-
fied by vector ′′""""""""# and the instrument tip lies on this line. Knowing the actual dis-
tance between the instrument tip P' and the marker, its spatial coordinates are trivially 
derived (Fig. 7). 
We can perform a sanity check after the estimation of the tip position P' on each 
image frame taking into account current and previous tip positions. The sanity check 
is performed discharging tip positions estimations not compatible with the physical 
dimensions of the simulator or in case of too fast movements. 
 
Fig. 7. Perspective projection of the points identified for estimating the position of the instru-
ment tip (point P') and corresponding points in 3-D space 
Tracking correction at the image edges. 
In general, the whole marker should be visible to performs surgical instrument track-
ing. However, the implemented method works as long as the Hough transform is able 
to identify the profiles of the instrument. Applying some precautions, the tracking of 
the marker can proceed even when the latter is at the borders of the camera FOV, and 
it is only partially visible in the scene. In these conditions, the straight line at the im-
age border may be wrongly identified as profile 1 of the instrument (Fig. 8a). The 
lines whose Hough parameters fall within the ranges of the image edges are therefore 
excluded in advance. In this way the colored marker can be localized even if it is only 
partially displayed in the scene (Fig. 8b). 
 Fig. 8. Particular case with the marker partially contained in camera FOV. a) Wrong detection 
of the profiles of the laparoscopic instrument on the image edge. b) Proper identification of the 
profiles as a result of the exclusion of straight lines generated by the image edges 
 
Fig. 9. Pattern used for obtaining the reference estimates 
2.4 Accuracy evaluation 
The following section describes the validation tests performed in the realistic envi-
ronment provided by the cholecystectomy simulator. Our solution has been validated 
through using a “chessboard” pattern, commonly used in AR applications, as gold 
standard. As shown in Figure 9, the pattern was secured on a rigid support and at-
tached to the laparoscopic instrument. Before proceeding with the test, the position of 
the laparoscopic instrument tip was mechanically calibrated (with a caliper) to both 
the marker and the grid reference. This configuration allows a direct comparison be-
tween the results obtained from the two tracking methods. The validation experiment 
was performed by randomly moving inside the cholecystectomy simulator and by 
simultaneously tracking the colored marker and the "chessboard" pattern. A total of 
100 images were acquired and processed by the algorithm. 
2.5 Robustness evaluation 
Experimental tests were conducted to analyze the robustness and suitability of the 
method for the evaluation of surgeons in the laparoscopic cholecystectomy interven-
tion. The test involved two surgeons while performing the ligature of the cystic duct, 
a fundamental step of this surgical procedure. The test required the use of two laparo-
scopic grasping forceps, which were modified through the application of the colored 
markers. Figure 10 shows few frames captured during the test and highlighting the 
fundamental steps in the execution of the surgical knot. The trajectory of the tip of the 
surgical instrument during the simulation was processed to extract some parameters 
for the surgical performance evaluation. Path length D, normalized Jerk J, as well as 
task execution time T and time spent outside the camera FOV are calculated. The Path 
length D is the total length of the path taken by the tip of the surgical instrument. 
Chmarra at al. [19] have shown that this value is able to discern surgeons groups with 
different experience and is calculated as: 
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The Jerk J characterizes the smoothness of the movement and its normalized form [4] 
is obtained as:  
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Fig. 10. Pictures taken during the experimental tests: The three sequential images illustrate the 
basic steps in the surgical knot execution. 
3 RESULTS 
3.1 Accuracy 
The accuracy of the tracking method was evaluated by analyzing the deviation of the 
tip coordinates obtained through our tracking method from the coordinates obtained 
through the gold standard method. Figure 11 shows points corresponding to the lapa-
roscopic instrument tip. Pink points result from the "chessboard" pattern tracking 
whereas blue points result from the colored marker tracking method.  Table 1 lists the 
average error and the standard deviation obtained via the new tracking method. Much 
of the data variability can be attributed to the Z coordinate error. Although the average 
error along the three directions is comparable, the standard deviation along Z is great-
er. This is due to the different way by which the depth is estimated: Z coordinate is 
estimated from the apparent diameter at the ends of the marker, the others are directly 
derived by the position of the 3D point in the image. Depth resolve through projective 
images is always an issue. 
Table 1. The mean error and the standard deviation of each translational degree of freedom 
 X Y Z 
Mean 0.55 [mm] 0.24 [mm] 1.77 [mm] 
Standard deviation 4.07 [mm] 1.82 [mm] 16.93 [mm] 
 
 
Fig. 11. Method quantitative validation results: Pink dots correspond to the instrument tip posi-
tion obtained through the "chessboard" pattern. Blue points show the instrument tip position 
obtained through the colored marker. 
3.2 Robustness 
Figure 12 shows an image processed by the algorithm. The arrows on the image plane 
correspond to vectors """""# of each laparoscopic instrument as a result of the image 
processing. The figure highlights the projective geometry related to the 3-D localiza-
tion of points A' and B'. The black straight lines represent the projection rays of points 
A and B. The Z coordinate estimate allows the localization of A' and B' in 3-D space 
therefore identifying ′′""""""""#  vectors. The vectors are shown by the green and the blue 
arrows according to the color of the corresponding marker. The laparoscopic instru-
ments tips, represented by points PL and PR in figure 12, are located along the direc-
tion of these vectors. 
 Fig. 12. Reconstruction process of the 3-D position starting from the identification of the col-
ored markers in the image 
To verify the reliability of the algorithm, the frames captured during the experimental 
tests were divided into three groups. The first group includes the images where the 
marker is completely in the scene without any parts outside the camera FOV. The 
frames where the marker is not properly localized can be considered as false nega-
tives. In the second group, the images where the marker is completely absent from the 
scene are collected. In this case, the frames in which the marker is localized corre-
spond to false positives. Finally, the third group contains frames in which the marker 
is only partially displayed (because a part of it falls outside of the camera FOV or it is 
hidden by the other instrument or by an anatomical part). In this group, the images in 
which the marker was correctly located or was identified as external to the scene are 
assessed. Table 2 summarizes the results obtained for each colored marker. 
False negatives are mostly limited to cases of motion blur, while thanks to the use 
of fluorescent paint for the colored markers, false positives has not occurred. Regard-
ing the last group of frames, the visible part of the marker is not always enough to 
provide the data needed to a proper localization and so the performance is very bad in 
respect to the previous two groups, but, in any case, marker visibility should be a 
must in case of marker based tracking.  
The tracking method has proven robust and through the processing of the tip trajec-
tory it was possible to obtain the parameters characterizing the surgical performance. 
The extracted parameters are shown in Table 3. 
 
Table 2. Error statistics: False negatives correspond to cases in which the marker is wrongly 
localized although it is completely displayed in the image. False positives correspond to cases 
where the marker 3D position is located  within the simulator though it does not appear within 
the image. Wrong partial detection refers to frames in which the marker, partially displayed in 
the image, has not been correctly located. 
Experiment run Surgeon 1 Surgeon 2 
 
Error statistics 
Green 
marker 
Blue 
marker 
Green 
marker 
Blue 
marker 
False negative 0 % 0.18 % 0.96 % 0 % 
False positive  0 % 0 % 0 % 0 % 
Wrong partial detection 31.67 % 23.83 % 13.8 % 12.66 % 
Table 3. Parameters for the evaluation of the surgical performance 
Experiment run Surgeon 1 Surgeon 2 
 
Parameters 
Green 
marker 
Blue 
marker 
Green 
marker 
Blue 
marker 
Path length [mm] 3530 3790 1580 1360 
Time outside FOV [s] 0.5 8.5 0.5 1 
Normalized Jerk 9.36 105 1.19  106 8.56 106 6.50 105 
Time [s] 106 78 
4 CONCLUSIONS 
In this work some fundamental improvements in respect to a previous work for the 
tracking of laparoscopic surgical tools using colored strips are described. The imple-
mented method is consistent with the results obtained from [10] although the latter 
uses a simulator that provides a background less noisy that simplifies the tracking. 
Our improvements can be summarized in: 1) identification of the straight lines in the 
segmented region of the marker and not on the entire image; 2) use of the K-mean 
clustering to rightly identify the two profiles; 3) Tracking correction at the image 
edges. 
Thanks to our improvements, the method allows performing the tracking of surgi-
cal instruments even in noisy and realistic environments such like the one provided by 
the cholecystectomy simulator developed at the EndoCAS center.   
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